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We used a droplet-based microfluidic system to per-
form a quantitative cell-based reporter gene assay
for a nuclear receptor ligand. Single Bombyx mori
cells are compartmentalized in nanoliter droplets
which function as microreactors with a >1000-fold
smaller volume than a microtiter-plate well, together
with eight or ten discrete concentrations of 20-hy-
droxyecdysone, generated by on-chip dilution over
3 decades and encoded by a fluorescent label. The
simultaneous measurement of the expression of
green fluorescent protein by the reporter gene and
of the fluorescent label allows construction of the
dose-response profile of the hormone at the single-
cell level. Screening 7500 cells per concentration
provides statistically relevant data that allow precise
measurement of the EC50 (70 nM ± 12%, a = 0.05), in
agreement with standard methods as well as with
literature data.
INTRODUCTION
Cell-based assays are an essential tool for chemical biology and
chemical genetics approaches to identify new drug targets and
molecules of potential medical value, as exemplified in the HIV
field (Pauwels, 2006). Indeed, cell-based assays now represent
approximately half of all screens performed (An and Tolliday,
2009). However, despite the fact that it has been known for
many years that the biological effects of chemical compounds
can display complex concentration-dependent relationships
(Hill, 1910) varying in potency, efficacy, and steepness of
response, usually just a single measurement at a single concen-
tration (typically 10 mM) is obtained for each compound in
a primary screen. This results in high numbers of false positives
and false negatives (Malo et al., 2006) as well as the inability to
identify subtle complex pharmacology, such as partial agonism
or antagonism. These problems can be overcome by generating
dose-response profiles for each compound in a library, for exam-
ple by robotic plating of compounds in 1536-well plates (Inglese528 Chemistry & Biology 17, 528–536, May 28, 2010 ª2010 Elsevieret al., 2006). However, the number of cells required to generate
dose-response profiles in this format can be prohibitive: it may
be too expensive to produce the cells required and, some cells,
for example human primary cells, may simply not be available in
sufficient quantity. Reducing assay volumes below the 1-2 ml
capacity of 1536-well plates is problematic due to evaporation
and capillary forces (Dove, 1999). It is therefore extremely
important to develop fast, quantitative, and reliable techniques
for cell-based assays which allow the measurement of dose-
response profiles using only small amounts of reagents and
small numbers of cells. In this respect, microfluidic systems, in
which mammalian cells can be both cultivated and assayed,
present a promising alternative to conventional plate-based
systems (Wu et al., 2010).
Here we describe a droplet-based microfluidic system for the
precise measurement of dose-response profiles at the single-
cell level using a reporter gene assay. In droplet-based microflui-
dic systems (Huebner et al., 2008), aqueous microdroplets
dispersed in an immiscible carrier oil act as the functional
equivalent of microtiter-plate wells (Tawfik and Griffiths, 1998;
Griffiths and Tawfik, 2006). These systems appear attractive
for quantitative cell-based screening for several reasons (Kelly
et al., 2007; Hong et al., 2009). First, compartmentalization in
droplets prevents diffusion and Taylor-Aris dispersion of
reagents (Taylor, 1953; Squires and Quake, 2005). Second,
highly monodispersed droplets can be created (Anna et al.,
2003), split (Song et al., 2003; Link et al., 2004; Me´ne´trier-Derem-
ble and Tabeling, 2006), fused (Chabert et al., 2005; Ahn et al.,
2006a; Priest et al., 2006), incubated (Song and Ismagilov,
2003; Frenz et al., 2009), and sorted (Ahn et al., 2006b) in
a controlled manner, all at rates of at least 1000 droplets per
second (Griffiths and Tawfik, 2006), and multiple sequential
operations on droplets can be combined to perform, for example,
multistep reactions (Mazutis et al., 2009) or fluorescence-acti-
vated cell sorting (Baret et al., 2009; Agresti et al., 2010; Granieri
et al., 2010). Third, human cells can be encapsulated in droplets
(Clausell-Tormos et al., 2008; Ko¨ster et al., 2008; Chabert and
Viovy, 2008; Brouzes et al., 2009; Hufnagel et al., 2009; Joensson
et al., 2009) and remain highly viable for several days, allowing
assays for cellular enzymatic activity and viability to be performed
(Clausell-Tormos et al., 2008; Brouzes et al., 2009).
We measure the dose-reponse curve for a nuclear receptor
agonist, the insect hormone 20-hydroxyecdysone (20E), usingLtd All rights reserved
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Figure 1. Cell-Based Reporter Gene Assay
The assay is based on the response of transformed Bombyx mori cells in the
genome of which a transgene encoding green fluorescent protein under ecdy-
sone response element control has been inserted. The cells endogenously
express the ecdysone receptor (EcR, NRH1) and Ultraspiracle (USP, NR2B4),
two nuclear receptors.
(A) In the absence of the hormone 20-hydroxyecdysone (20E), EcR and USP
cannot form the active complex able to induce reporter gene expression
(Swevers et al., 2004).
(B) In the presence of 20E, the EcR ligand, a complex constituted by EcR, 20E,
and USP, specifically binds the ecdysone response element and induces
GFPS65T gene expression.
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Cell-Based Reporter Gene Assay in Dropletsa cell-based reporter gene assay (Figure 1). Ecdysone receptor
agonists are used commercially as environmentally safe insecti-
cides (Dhadialla et al., 1998; Sawada et al., 2003) and, more
generally, compounds targeting nuclear receptors represent
13% of FDA-approved drugs (Overington et al., 2006).
RESULTS AND DISCUSSION
The Droplet-Based Microfluidic System
We used a droplet-based microfluidic system to measure the
concentration-response profile for a nuclear receptor agonist,
the hormone 20E, with a cell-based reporter gene assay (Fig-
ure 1). Binding of 20E to the ecdysone receptor (EcR, NRH1)
(Koelle et al., 1991; Thomas et al., 1993; Yao et al., 1993) in
Bombyx mori BM5 cells carrying a 20E-inducible green fluores-
cent protein (GFPS65T, hereafter referred to as GFP) results
in the expression of GFP (Swevers et al., 2004). First, the
hormone is mixed with a fluorescent dye (dextran Texas red;
DTR) to encode the hormone concentration. Second, using a
microfluidic device, the reporter cells are coencapsulated in
droplets (0.45 ± 0.15 cells per droplet) with eight or ten discrete
hormone concentrations covering an 3 decade concentration
range generated by on-chip dilution of the hormone (Laval
et al., 2007) (Figure 2; see Tables S1 and S2 available online).
Other fluorescent droplet-encoding strategies can be found in
the work of Brouzes et al. (2009) and Joensson et al. (2009).
Droplets of 900 pl volume are produced at 0.3 kHz by flow
focusing of the aqueous phase with a fluorinated oil phase
(HFE7500; 3M) containing 0.5% (w/w) EA-surfactant (RainDance
Technologies), a biocompatible PEG-PFPE amphiphilic block
copolymer (Holtze et al., 2008). For each hormone concentra-
tion, droplets are generated for about 1 min (7500 ± 2500 cells
in 17,000 droplets; Experimental Procedures). All the droplets
(with the ten different levels of hormone concentration encoded
by the dye) are collected in a single reservoir, a Pasteur pipette
(Baret et al., 2009). Thus, in a single run, the effect of the ten
concentrations of hormone on the cells is assayed simulta-
neously and under the same conditions. The generated emulsion
is then incubated at room temperature for 24 hr (Figure 2E) and
reinjected for fluorescence measurement at 60 Hz (Figure 2F).
Microfluidic Measurement of the EC50
with the Dose-Response Curve
The fluorescence of the droplet and the cells are measured
simultaneously on chips using a laser-induced fluorescence
system (Figure 3A) and are represented as a two-dimensional
histogram (Figures 3B and 3C). The fluorescence of the droplet
(x axis; orange, DTR signal) encodes the hormone concentration,
and the fluorescence of the cell (y axis; green, GFP signal) corre-
sponds to its response. The orange fluorescence shows ten
discrete levels corresponding to the ten concentrations of
hormone, C, both at production and reinjection (Figures 3B
and 3C). The populations have a 2% variation in orange fluores-
cence and are well separated, indicating good stability of the
syringe pumps (see Figure S1 for details of the calibration of
the coding system and a discussion of the difference in the fluo-
rescence of the codes when measured on production and rein-
jection). At high hormone concentrations (above 27.6 nM, fifth
to tenth populations), a cell population with high green-fluores-Chemistry & Biology 17,cent intensity becomes visible. An epifluorescence micrograph
of the droplets upon reinjection shows the different levels of
orange fluorescence and green fluorescence of cells (Figure 3D).
The response of the cells has a relatively wide distribution (over
a decade), and there is always a population of nonresponding
cells (see also Figure 3D). The heterogeneity of response is
consistent with other studies of reporter gene expression at
the single-cell level, in which large populations of cells displaying
no response sustained rises in reporter activity, and transient
phasic, or oscillatory, responses can be seen after stimuli (Taka-
suka et al., 1998; Norris et al., 2003). We attribute the relatively
low ratio of responding cells in the microfluidic system (10%
of total cells) to the use of adherent cells in suspension: the
number of responding cells was 70% when adherent cells
were induced in microtiter plates and assayed by flow cytometry
(in which case both adherent and nonadherent cells are assayed
after resuspension), and 99% when assayed directly in micro-
titer plates (in which case only adherent cells are measured)
(Figure 4; Experimental Procedures). Indeed, it may be advanta-
geous to cultivate adherent cells on microcarrier beads in528–536, May 28, 2010 ª2010 Elsevier Ltd All rights reserved 529
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Figure 2. Device and Experimental Work-
flow
(A) General view of the microfluidic device for the
coencapsulation of cells and hormone 20E. The
emulsion is produced with the flow-focusing
device using a mixture of oil and surfactant (O/S),
and cells are cocompartmentalized with 20E. The
hormone flows from three syringes containing
different hormone concentrations; the final con-
centration in the droplet is determined by the rela-
tive flow rates (Q1, Q2, Q3) in the inlets H1, H2, and
H3 (Tables S1 and S2). All the flow rates are
controlled by syringe pumps.
(B) Zoom on the series of constrictions used to
split cell clumps.
(C) Zoom on the flow-focusing junction with
a micrograph of a cell being encapsulated.
(D) Zoom on the set of filters used to prevent dust
from entering the device.
(E) The assay (Figure 1) is performed in droplets: the emulsion is collected in a Pasteur pipette for incubation at room temperature for 24 hr. The emulsion is sand-
wiched between a layer of medium and the oil/surfactant mixture used for emulsification.
(F) At the end of the incubation, the emulsion is reloaded in a syringe and flushed back into the original chip for laser-induced fluorescence measurement (the laser
is shaped into a line; see Figure 3A for details of the optical setup).
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assay adherent cells in suspension (Figure S2).
To circumvent this and account for responding cells only
a threshold is defined (RFU green = 101.5). Using a higher
threshold (RFU green = 102) does not significantly change the
calculated EC50 but decreases the number of cells analyzed.
Formally, the responseR of the cells is defined as the mean value
of the fluorescent signals detected beyond this threshold.
Despite the large standard deviation of cell fluorescence (on
the order of the R), the large number of data points results in
a ±8% confidence limit for the mean (a = 0.05) for all hormone
concentrations tested (Figure 5A). The Z0 factor, Z0 = 0.86, of
the assay in droplets, representing the efficiency of the screening
of potential drugs using the reporter system, is calculated using
the most extreme concentrations (C = 0.66 nM and C = 273 nM)
as negative and positive controls (Experimental Procedures)
and makes this an excellent assay for screening chemical
compounds (Zhang et al., 1999). By fitting R versus the hormone
concentration, C, with a four-parameter Hill function, EC50
values were determined and ranged from 53 to 85 nM in four
independent experiments. The intraexperimental precision of
the EC50 in each case is ±8% (a = 0.05) and the interexperimental
precision for the mean EC50 (70 nM) is ±12% (a = 0.05). These
EC50 values are in close agreement with EC50 values determined
in microplates (40–49 nM), using flow cytometry (87 nM) (Exper-
imental Procedures; Figure 5A), and with the literature (EC50 =
75–100 nM) (Swevers et al., 2004). The droplet-based experi-
ments led to EC50 values intermediate between plates and flow
cytometry, and the general shape of the dose-response curve
(including the exponent) was similar for all methods and experi-
ments (Figure 5A). This indicates that there is no significant diffu-
sion of hormone either out of droplets or between droplets.
Reducing the Number of Cells Required Compared
to Conventional Systems
Already, using eight hormone concentrations and 7500 cells per
concentration, with 0.5 cells per droplet and with a droplet530 Chemistry & Biology 17, 528–536, May 28, 2010 ª2010 Elsevierreinjection rate of 60 Hz, EC50 values are determined in
30 min, using a total of only 60,000 cells. This compares to
2.106 cells for an EC50 determined using flow cytometry or
microtiter plates (assuming that 2.105 cells are induced per
microtiter-plate well at each of ten hormone concentrations
before measurement using flow cytometry or image analysis)
(Experimental Procedures). Decimation of the data shows that
ten times fewer cells are sufficient to measure EC50 (Figure 5B):
using a total of only 6000 cells, the throughput can easily be
increased by a factor of 10 for a robust measurement of EC50
in 3 min. A further increase in throughput could be achieved
by optimization of droplet size for reinjection: rates of 500 Hz
have been achieved for 660 pl droplets (Clausell-Tormos et al.,
2008) and rates up to 2 kHz have been demonstrated for even
smaller droplets (Baret et al., 2009), which would increase
throughput up to 30-fold and allow the determination of an
EC50 in 6 s. The throughput could also be increased by
increasing the fraction of responding cells; for example, strate-
gies could be implemented for the manipulation of adherent
cells, such as on-chip cultivation before encapsulation (Hufnagel
et al., 2009) or cultivation on microcarrier beads to provide a solid
support to the cell in the droplets (see Figure S2). Finally,
although in the range of flow rates used in our experiment syringe
pump accuracy was not a limiting factor (see Figure S1), the use
of three different pumps to produce the whole range of dilution
series could be an obstacle to the generalization of our
approach. On-chip dilution systems taking advantage of laminar
flow profiles in networks of channels could be used to create
droplets containing different concentrations of the test com-
pound in a more convenient way (Damean et al., 2009), thereby
facilitating the screening of compound libraries loaded from
microtiter plates using a robotic autosampler (Clausell-Tormos
et al., 2010).
Future Perspectives
Droplet-based microfluidic systems provide a quantitative and
automated method to measure dose-response profiles usingLtd All rights reserved
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Figure 3. Fluorescence Measurement and
Data Analysis
(A) A sketch of the fluorescence setup used for the
detection of cell GFP fluorescence in droplets
labeled by the fluorescent dye dextran Texas red
(DTR). The setup is based on fluorophore excita-
tion by two lasers (blue L488 and green L532)
focused in the microfluidic channels. Emission is
measured simultaneously on two photomultiplier
tubes (PMT) in the green and orange windows of
the light spectrum (see Experimental Procedures
for details of the optical components).
(B) Two-dimensional histogram of droplet/cell
fluorescence measured at droplet production. On
the x axis, the histogram reveals the ten levels of
concentration of DTR encoding the ten levels of
20E (Table S1 and Figure S1). The y axis repre-
sents GFP fluorescence.
(C) Two-dimensional histogram of droplet/cell
fluorescence after incubation; a second green
fluorescent population is visible for the highest
concentration of DTR and 20E representing the
concentration-dependent response of the cells.
The counts (bottom panels) are the logarithm of
the number of cells detected at different levels of
orange fluorescence (RFU).
(D) Epifluorescence microscopy of droplets upon
reinjection showing the green fluorescence (GFP)
of the cell in the droplet and various orange inten-
sities of the droplet corresponding to different
concentrations of DTR and 20E. DTR concentra-
tions span an 100-fold concentration range
(Figure S1); the dark droplets correspond to low
concentrations of DTR and the brighter droplets
to higher concentrations of DTR. The scale bar
represents 100 mm.
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cell-based reporter gene assays in droplets. The dose-response
profile and EC50 in microfluidics are consistent with microtiter
plate and flow cytometry measurements as well as the value
reported in the literature. EC50 values can be automatically
measured with as few as 6000 cells to obtain a complete
dose-response profile in 3 min using >300 times fewer cells
than used for an EC50 determined using flow cytometry or micro-
titer plates (2.106 cells). Assays such as the one demonstrated
here, based on quantifying cellular transcriptional responses,
require incubation times of 24 hr, but the same system could
easily be adapted, by the use of on-chip delay lines (Song and
Ismagilov, 2003; Frenz et al., 2009), to measure rapid cellular
responses at the other end of the temporal spectrum such as
receptor-mediated calcium signals, as well as to in vitro assays.
Indeed, the platform can be generalized to perform most homo-
geneous fluorescence-based assays commonly performed in
microtiter plates. Finally, the flexibility of droplet manipulation
also enables more complex operations to be performed. For
example, cells can be preincubated in droplets with test com-
pounds and then assay reagents can be added via drop fusion
before readout (Brouzes et al., 2009), which would increase the
range of assays that can be performed in droplet-based format.Chemistry & Biology 17,SIGNIFICANCE
Nowadays, functional cell-based assays represent approxi-
mately half of all high-throughput screens (HTS) performed,
and are an essential tool for chemical biology and chemical
genetics approaches to identify new drug targets and small
molecules of potential medical value. However, in a classical
HTS, usually just a single measurement at a single con-
centration is obtained for each compound in the primary
screen, whereas biological effects of chemical compounds
can exhibit complex concentration-dependent relationships
varying in potency, efficacy, and steepness of response.
Using a droplet-based microfluidic system, we measured
dose-response profiles precisely and quantitatively, at the
single-cell level, using a reporter gene assay. Droplets—
microcompartments of about 1 nl (1000-fold smaller than
the smallest working volumes in microtiter-plate wells)—
manipulated and analyzed at kHz rates function as micro-
reactors for the analysis of single cells and chemical
compounds. This system provides a new way to perform
quantitative cell-based assays on small numbers of cells:
dose-response profiles and EC50 values were automatically
measured with as few as 60,000 cells and data from only528–536, May 28, 2010 ª2010 Elsevier Ltd All rights reserved 531
A B Figure 4. Cell-Based Reporter Gene Assay
Using Standard Techniques
Fluorescence distribution of cells obtained by flow
cytometry (A) and by measurement in microtitre
plate (B) for cells incubated with 0.66, 57, and
273 nM 20-hydroxyecdysone. In both cases, the
histograms are determined by the measurement
of the fluorescence of single cells, either in flow
(flow cytometry) or on the surface of the plate
(using an IN Cell Analyzer).
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Cell-Based Reporter Gene Assay in Droplets6000 cells were sufficient to determine the EC50. This is
>300 times fewer cells than required for an EC50 determined
using flow cytometry or microtiter plates (23 106 cells). This
hybrid system combines the advantages of flow cytometry
(high-throughput single-cell analysis) and microtiter plates
(compartmentalization of assays). We believe that miniaturi-
zation and automation of cell-based assays using droplet-
based microfluidics open the door to the quantitative
screening of compounds in droplet-based formats, and will
enable chemical compound screening using cell types that
are difficult or expensive to obtain in large quantities such
as primary or stem cells and with small amounts of reagents
for a drastic reduction in the cost of assays.
EXPERIMENTAL PROCEDURES
Cells and Culture Medium
B. mori BM5 cells carrying a 20E-inducible green fluorescent protein (GFP)
reporter construct (Bm5/ERE.gfp) (Swevers et al., 2004) were cultured in
enriched IPL-41 medium (Invitrogen) supplemented with 10% inactivated fetal
bovine serum. Cell density was determined by hemocytometry. Before count-
ing, cells were harvested and centrifuged for 1 min at 90 3 g. After resuspen-
sion of the pellet in fresh medium, a fraction of the culture was diluted twice in
a solution of trypan blue (0.4% w/v) in order to discriminate dead and living
cells. The appropriate volume of culture medium was then added to the cell
culture to obtain a final concentration of 106 cells/ml.
Device Processing
Each microfluidic device was prepared from poly(dimethylsiloxane) (PDMS) by
standard soft-lithography techniques (Xia and Whitesides, 1998). A mold of
SU-8 resist (MicroChem)—75 mm thick—was fabricated on a silicon wafer
(Siltronix) by UV exposure (MJB3 contact mask aligner; SUSS MicroTec)
through a photolithography mask and developed (SU-8 developer; Micro-
Chem). The design has already been used successfully as described previ-532 Chemistry & Biology 17, 528–536, May 28, 2010 ª2010 Elsevier Ltd All rights reservedously (Clausell-Tormos et al., 2008) (Figures
2A–2D). Curing agent was added to the PDMS
base (Sylgard 184 silicone elastomer kit; Dow
Corning) to a final concentration of 10% (w/w),
mixed, and poured over the mold to a depth of
5 mm. Following degassing for several minutes
and crosslinking at 65C for several hours, the
PDMS was peeled off the mold and the input and
output ports were punched with a 0.75 mm diam-
eter biopsy punch. In total six holes were punched:
one inlet for the oil stream, one inlet for the medium
stream carrying the cells, three inlets for the
medium stream containing the hormone, and one
outlet. Particles of PDMS were cleared from the
ports using pressurized nitrogen gas and Scotch
tape. The structured side of the PDMS slab was
bonded to a 75 3 50 3 1.2 mm glass microscope
slide (Millipore) by exposing both parts to an
oxygen plasma (PlasmaPrep 2 plasma oven;GaLa Instrumente GmbH) and pressing them together. Finally, an additional
hydrophobic surface coating was applied to the microfluidic channel walls
by injecting the completed device with Aquapel glass treatment (PPG Indus-
tries) and then purging the liquid with nitrogen gas. The same device was
used for cell encapsulation upon droplet production and droplet reinjection
after incubation: droplets were reinjected through the outlet of the production
device.
Microfluidic Droplet Manipulation
Liquid flow in the microfluidic channels was controlled by Harvard Apparatus
syringe pumps (PHD 22/2000), and controlled via a Labview interface (home-
made using the original pump drivers).
Cell Encapsulation
The emulsion was generated by co-flowing an oil stream (HFE7500; 3M];
Qo = 2.5 ml/hr) containing a droplet-stabilizing surfactant (EA, 0.5%, w/w;
RainDance Technologies) with an aqueous stream which provides a biocom-
patible environment for the cells (Clausell-Tormos et al., 2008; Holtze et al.,
2008). The aqueous stream (total flow rate 1 ml/hr) combined four streams,
one cell stream at a constant flow rate of 0.5 ml/hr from a 5 ml B. Braun syringe
and three streams connected to three different 1 ml Omnifix syringes contain-
ing different hormone and DTR concentrations (the syringes contained 1 ml
of liquid at the beginning of the experiments): 0 nM 20E with 1 mM DTR, 60 nM
20E with 10 mM DTR, and 600 nM 20E with 100 mM DTR (Figure 2A). The sum of
the three flow rates was constant (Q1 + Q2 + Q3 = 0.5 ml/hr) but the relative flow
rates of each stream provide various hormone and dye concentrations (Tables
S1 and S2). BM5 cells were harvested and then centrifuged 1 min at 90 3 g.
The pellet was resuspended in fresh medium to give 106 cells per ml in the
syringe. Emulsions were produced with eight or ten levels of dyes and
hormone concentration. For each set of flow rates, the fluorescent signal of
the dye measured was as expected from basic dilution calculation (data
not shown). Each flow rate condition was maintained for a defined time
(R1 min) to collect sufficient droplets to enable statistical analysis (17,000
droplets) (Table S3). We switched manually between two concentrations,
which resulted in a stabilization time on the order of a few seconds, smaller
than the smallest collection time (1 min). Transient states are therefore
AB
Figure 5. EC50 Measurement and Data Analysis of the Droplet-
Based Experiment
The two-dimensional histogram enables a dose-response profile of the
hormone to be measured.
(A) Dose-response curve extracted from experiments. The response of the
cells is defined as the mean value of cell green fluorescence above 101.5
RFU. The experiments have been reproduced on eight or ten levels of hormone
concentrations leading to similar EC50 values (dots). The results are compared
to those from flow cytometry (x) and microtiter plates (three independent
experiments) (+) and are in good agreement. The fit of the plate experiment
(dashed line) is only given for a single experiment (EC50 = 45 nM) for clarity
(Tables S5 and S6). The error bars of the droplet-based experiments corre-
spond to the 95% confidence interval of the mean.
(B) Decimation test: we produced 20 sets of data by randomly picking one data
point out of ten. The EC50 values obtained by the fit of the data with a Hill func-
tion follow a Gaussian distribution centered on the EC50. The dispersion of the
results shows that a robust EC50 determination is achieved using ten times
fewer cells than the number used in the present experiments, which indicates
that a 10-fold increase in throughput is achievable.
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Cell-Based Reporter Gene Assay in Dropletsneglected. The flow rates and device used resulted in droplet production by
flow focusing (Anna et al., 2003) at a frequency of 0.3 kHz which led to
a droplet volume of about 0.8–1 nl. The estimate of the average number of
cells per droplet was therefore 0.3–0.6. However, a certain level of cell
clumping has been observed, which slightly decreased the cell occupancy
in droplets. Syringes were connected to the microfluidic device using 0.6 3
25 mm Neolus needles (Terumo) and PTFE tubing with an internal diameterChemistry & Biology 17,of 0.56 mm and an external diameter of 1.07 mm (Fisher Bioblock Scientific).
However, for these experiments, we preferred to remove all metal parts with
small internal diameter to improve droplet stability and decrease the hydrody-
namic stress on the cells. We also found that cells can accumulate in the
needles, which limits the use of the needles. In order to connect the syringes
to tubing, we shaped PDMS discs (5 mm thick) to the diameter of the syringe
and biopsy punched a hole. The PDMS disk was then inserted into the syringe
using the syringe piston. This enables a reversible connection between the
PTFE tubing and the syringe. This system was tight, provided that the PDMS
disk was slightly wider than the syringe. This method was used both for cell
encapsulation and for droplet reinjection. A Teflon-coated magnet was added
to the syringe containing the cells to ensure mixing: all the volume in the
syringe (3 ml at the beginning of the experiment) was permanently under
agitation acting against cell sedimentation.
Incubation
The generated emulsion flowed off-chip through an 40 cm length of PTFE
tubing to a glass Pasteur pipette containing a few hundreds of microliters of
cell medium (Figure 2E) (Baret et al., 2009). The emulsion was collected under-
neath the less dense medium for 20 min, yielding a total volume of 0.5 ml.
The PTFE tubing was sealed and the pipette was incubated at room temper-
ature for 24 hr. A single Pasteur pipette was used to collect all the droplets
produced with the different hormone concentrations. The layer of medium
above the emulsion was necessary to prevent evaporation and coalescence,
but still allowed gas exchange with the atmosphere. Gas exchange was essen-
tial for the assay. In the collection pipette, layers of droplets of different colors
were visible, indicating that there was neither flow nor mixing of the droplets
during incubation.
Droplet Reinjection
Reinjection was a two-step process (Figure 2F). The Pasteur pipette was first
connected through the PTFE tubing to a 1 ml Omnifix syringe and the emulsion
was sucked in the syringe (at 2 ml/hr). The emulsion was then pushed back into
the microfluidic device at a flow rate of 0.2 ml/hr. We used the same device
design for reinjection for convenience and spaced the reinjected droplets
with a stream of pure oil (HFE7500) at 1 ml/hr. The spacing was required to
have a sufficient resolution of droplet detection. Droplet frequency upon rein-
jection was 60 Hz (one fifth of droplet production rate). Detailed analysis of
the fluorescence data revealed that the brightest population was less present
at reinjection compared to production: it was the first to be reloaded into
the device and was used for the alignment of the optics with the device and
device calibration. However, because a large excess of this population was
produced, sufficient data were collected for that particular point. Note that
we collected an excess of the brightest and darkest populations as well as
one intermediate population as quality control of the production/incubation/
reinjection process: the proportion of droplets for each concentration step at
reinjection was consistent with the proportions at production (Table S3). We
did not observe any significant change in the fluorescent code during incuba-
tion, for example through the exchange of dye between droplets (Figure S1).
We determined a coalescence rate of about 8% (Table S7 and Figure S3).
We have previously shown that droplets of similar composition and volume
(660 pl) can be reinjected after 15 days of incubation with no sign of increased
coalescence during incubation compared to earlier time points (Clausell-
Tormos et al., 2008) and that smaller droplets of 100–200 pl can be reinjected
after 1 year of storage at room temperature without seeing any major impact
on droplet size distribution. Hence, we believe that the droplet coalescence
we observe most likely occurs during manipulation of the droplets and not
during incubation.
Optical Setup, Data Acquisition, and Control System
The optical setup (Figure 3A) consisted of a Leica inverted microscope
mounted on a vibration-dampening platform (Thorlabs GmbH). A 20 mW,
488 nm solid-state laser (Spectra-Physics Cyan; L488) and a 532 nm laser
(CrystaLaser CL2000; 50 mW, L532) were combined via a dichroic mirror
(D1 = Di01-R488-25x36; Semrock) and a set of mirrors (M = BB1-E02; Thor-
labs GmbH). The laser beams were shaped into an 10 3 150 mm line by
a combination of a 25 mm diameter cylindrical lens (CL = LJ1878L2-A +
LJ1653L1-A; Thorlabs GmbH). This laser line was required to enable the528–536, May 28, 2010 ª2010 Elsevier Ltd All rights reserved 533
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the detection point the droplets were constrained, as the channels were
slightly more narrow than the droplets. However, we did not use an additional
constriction in the reinjection channel in order to avoid droplet coalescence
linked to decompression of the emulsion (Bremond et al., 2008). Inside the
microscope, the laser light was reflected up into an LD Plan Neofluar 403/0.55
microscope objective and focused across a channel within the microfluidic
device. A Guppy camera (Allied Vision) was mounted on the top camera
port of the microscope to capture digital images during droplet manipulation.
Light emitted from fluorescing droplets was captured by the objective and
channeled back along the path of the laser. The emitted light was separated
from the laser beam by a 488/532/638 nm wavelength-transmitting dichroic
beam splitter (D2 = Di01-T488/532/638-25x36x5.0; Semrock) passed through
a 488 nm and a 532 nm notch filter (C = NF01-488U-25 + NF01-532U; Sem-
rock). Fluorescent light was decomposed into two components, green and
orange by a dichroic mirror (D3 = FF562-Di02-25x36). Each component was
then filtered through a set of filters and lenses (B = FF01-625/26 [Semrock] +
AC254-030-A1 [Thorlabs GmbH] C = FF01-514/30 [Semrock] + AC254-030-
A1 [Thorlabs GmbH]) and collected in two H5784-20 photomultiplier tubes
(Hamamatsu Photonics; PMTg and PMTo). The gains on the photomultiplier
tubes are optimized to detect fluorescence over a 3 log range. For fully induced
cells, a very limited number of saturated events are observed and they do not
modify the mean value of the cell fluorescence: less than 1% of droplets above
the threshold are saturated events (66 out of 7811). Data acquisition (DAQ) and
control were performed by a PCI-7831R Multifunction Intelligent DAQ card
(National Instruments) executing a program written in LabView 8.2 (National
Instruments). The data acquisition rate for the system was 100 kHz. Green
and orange fluorescence of each droplet was measured as well as droplet
width (corresponding to its diameter) and saved. Data processing, histograms,
and color plots were then performed using a homemade Matlab code. The
measurement of the droplet width enabled split droplets (smaller) or fused
droplets (larger) to be removed from the analysis. The photomultiplier tube
returns a voltage U depending on the gain G applied to the PMT. In order to
compare values of U obtained for different gains, we defined the relative fluo-
rescence unit (RFU) as RFU = U/G7.2, with U and G expressed in volts. The
exponent 7.2 was given by the PMT manufacturer and has been checked
experimentally. In the range of concentrations used in the experiments, the
green fluorescence of the droplet slightly increased with the orange signal
as the result of optical leakage of DTR fluorescence into the green PMT; this
effect was sufficiently small not to interfere with the assay.
Signal Analysis
Two populations were visible on the green fluorescence signal of the two-
dimensional histograms, one corresponding to both empty droplets and nega-
tive cells (cells that have not been induced, such as, for example, dead cells)
and the other one corresponding to positive cells (i.e., cells that have been
induced) in droplets. A threshold was defined above which the cells are posi-
tive (here the value chosen was RFU = 101.5). Table S3 summarizes the statis-
tics of the number of cells in droplets. As previously mentioned, the number of
droplets measured at reinjection is the same as measured at encapsulation
within 10%–20% except for the two extreme populations used for calibration
of the optical setup. The response of the cellsRwas defined as the mean value
of the ‘‘positive-cell’’ fluorescence and was extracted for each concentration.
The actual standard deviation of the green fluorescence data of the cells was
very large (on the order of the mean value of the fluorescence itself). Thanks to
the large (>100) number of events detected, the 95% confidence interval of the
mean based on a z test is much smaller (±8%) at all hormone concentrations
tested. The error bars of the dose-response plots (Figure 5A) correspond to
this 95% confidence interval (a = 0.05).
Z0 Factor
The positive control for the assay was the experiment performed with the high-
est hormone concentration (C = 270 nM); the negative control was the one with
the lowest hormone concentration (C = 0.66 nM). For the four replicate exper-
iments, we obtained different values of the normalized response R, summa-
rized in Table S4. From these values, we determined the average value h R i
of the normalized response and the standard deviation s for the negative (n)
and positive (p) control. These values enabled the Z0 factor, Z0, of the assay534 Chemistry & Biology 17, 528–536, May 28, 2010 ª2010 Elsevierto be determined based on the values of the controls (Zhang et al., 1999)
according to Equation 1:
hEC50i= 1
n
Xn
i = 1
ECi50: (1)
Z0 = 0.86 is a value corresponding to an excellent assay, usable in high-
throughput screening.
Dose Response and EC50 Measurement
In order to determine the EC50, we performed a fit of the dose-response data
with a four-parameter Hill function (Equation 2):
R= a0 + a1
Ca2
Ca2 +ECa250
; (2)
where R is the response of the cells measured experimentally and a0, a1, a2,
and EC50 are the fitting parameters. When several experiments are displayed
on the same graph, the normalized response of the cells R0 = (R – a0)/a1
(Equation 3) enables data to be compared (Figure 5A):
R 0 =
Ca2
Ca2 +ECa250
: (3)
The values obtained for the droplet-based experiments are summarized in
Table S5. The intraexperimental 95% confidence interval on the fitted EC50
value, obtained using the commercial software PRISM, equals ±8% around
the EC50.
Confidence Interval for EC50: Interexperiment
Based on the n = 4 experiments performed in the droplet-based format, we
calculated the 95% confidence interval of the EC50 for different experiments.
The values obtained for the EC50 are summarized in Table S5. The estimate
of the mean is hEC50i= 1=n
Pn
i =1
EC i50 and the nonbiased estimate of the vari-
ance is S2 = 1=jn 1j P
i =1.n
ðEC i50  hEC50iÞ2. Using the Student’s t distribution
with (n  1 = 3) degrees of freedom, we obtained a ±12% width for the 95%
confidence interval (a = 0.05). This interexperimental confidence interval was
then larger than the intraexperimental confidence interval (±8%; see above).
Decimation
In order to test the robustness of our approach and determine the minimum
number of cells and time required for the assay, we made 20 random decima-
tions of our data and plotted the 20 corresponding dose-response curves
(Figure 5B). Because of the reduction in data points, the 95% confidence
interval of the mean fluorescence value at each hormone concentration tested
increases to ±24% but the distribution of the EC50 values is Gaussian
(Figure 5B, inset) with mean equal to the EC50 ± 25% (a = 0.05). The two
sets of data returning the highest EC50 would have been discarded as outliers
in a screening procedure because the fit with a Hill function was not reliable.
These results show that throughput can easily be increased by a factor of 10
for a robust determination of EC50 in 3 min using a total of only 6000 cells.
Analysis by Flow Cytometry
In ten wells of six-well plates, 2.106 BM5 cells per well were incubated 24 hr in
2 ml of culture medium containing 0, 0.66, 3.3, 12.3, 24.3, 57, 111, 192, 273, or
1000 nM 20-hydroxyecdysone (SciTech). After incubation, cells were centri-
fuged 1 min at 90 3 g and then each pellet was resuspended in 2 ml fresh
medium. Each sample was filtered to remove millimeter-sized aggregates
before analysis with a FACSCalibur flow cytometer using Cell Quest Pro
5.2.1 software (Becton Dickinson) (Figure 4A). The response of the cells is
the mean value of the green fluorescence of the positive population (measured
for each concentration over15,000 cells), as in the droplet-based experiment
(Figure 5), and the dose-response data were then fitted by a four-parameter
Hill function to extract the EC50.
Analysis in Microtiter Plates
In 27 wells of a 96-well plate, 2.105 BM5 cells per well were incubated in 90 ml of
culture medium. After overnight incubation at 28C, 10 ml of culture mediumLtd All rights reserved
Chemistry & Biology
Cell-Based Reporter Gene Assay in Dropletscontaining 20E to give a final concentration of 0.66, 3.6, 15.6, 27.6, 57, 84, 138,
192, or 273 nM was added to each well. For each hormone concentration,
induction was performed in triplicate. The 96-well plate was placed in an IN
Cell Analyzer 1000 (GE Healthcare) to take images of a 0.603 mm2 area of
each well, containing between 300 and 800 cells, every 20 min for 24 hr
(Figure 4B). For this study, only the images corresponding to the 24 hr time
point of each well were analyzed, using the software ImageJ (National Insti-
tutes of Health). The fluorescence intensity was individually measured for every
cell in each image. The mean fluorescence intensity of the cells was used
as the response to plot concentration response curves. These curves were
fitted with a four-parameter Hill function (see Table S6) to obtain EC50 values
(Figure 5A).SUPPLEMENTAL INFORMATION
Supplemental Information includes three figures and seven tables and can be
found with this article online at doi:10.1016/j.chembiol.2010.04.010.
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